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In Kenya there is currently no screening of antimicrobial drug residues in milk. This study evaluated the 
improved tube test as a possible screening method using seven representatives of the β-lactam 
antibiotics. The group comprises antimicrobials most frequently used to treat bacterial infections in 
dairy cows. Each antimicrobial was tested at five concentrations based on established codex 
alimentarius maximum residue limits (MRLs). Test parameters studied were practicability and limits of 
detection (LODs) compared to MRLs and repeatability. The LODs established using a logistic 
regression model were: penicillin G (2 µg /kg), ampicillin (2 µg /kg), amoxicillin (2 µg /kg), oxacillin (30 
µg /kg), cefalexin(100 µg /kg), cephapirin(60 µg /kg) and ceftiofur(100 µg /kg) all within codex 
alimentarius MRLs. The cost per ten samples using the improved tube test was less than 1 USD 
compared with 5 USD for the Delvo test. The improved tube test is concluded to be an affordable 
method, which could be used for qualitative identification of residues in low-income countries dairies.  
 





Antibiotics residues in bovine milk are a problem in 
Kenyan milk (Ombui et al., 1995; Shitandi and Sternesjö, 
2001). The β-lactam group of antimicrobials are in 
particular commonly utilised in lactating animals (Mandell 
and Perti, 1996; Mitchell et al., 1998). They are 
consequently the most frequent contaminants in milk. It is 
important to avoid these residues because of 
toxicological and public health reasons (Honkanen and 
Reybroeck, 1997). In many regions of the world 
mandatory  testing  are  carried  out  to   determine   drug  
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violations (Suhren, 1995; Sternesjö and Johnsson, 1998). 
The tests used include microbiological, spectro-
photometric, thin-layer chromatographic and bioauto-
graphic, liquid chromatographic, high-performance liquid 
chromatographic, gas chromatographic, mass spectro-
metric, and immunochemical methods (Nakazawa et al., 
1992; Honkanen - Buzalski and Reybroeck, 1997; Elliott 
et al., 1998). In the East African region there are at 
present no such tests on supplied milk. The main reason 
for not incorporating such tests in a control program is 
because they are expensive and cannot be sustained by 
the local dairy industries. 
The present study is part of on going efforts to evaluate 
possibilities of establishing a low cost microbiological test 
in a milk control system to  prevent  residues  of  β-lactam  
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antibiotics. The improved tube test is a microbial inhibitor 
tests developed to detect a broad spectrum of antibiotics 
(Rikilt-dlo, 1998; Nouws et al., 1999). It involves 
incubating the test organism (Bacillus stearothermophilus 
var. calidolactis) in the presence of the milk sample. The 
test organism is cultured in two tubes in the presence of 
nutrients and bromocresol purple as the indicator dye. 
Under normal conditions as the culture grows the dye 
color is changed from purple to yellow. If an antibiotic is 
present the organism is inhibited and the dye remains 
purple.  
This study is aimed at evaluating the laboratory 
performances of the improved tube test method as a 
screening assay for commonly used β-lactam 
antimicrobials based on established codex alimentarius 
(1993 and 1994) MRLs.  
 
 




Milk samples were collected from the Egerton University Njoro 
(Kenya) dairy farm and initially screened with the Beta STAR test 
(UCB Bioproducts, Belgium), which involves a specific β-lactam 
receptor linked to gold particles. From the beta star screening test, 
samples determined as negative were used in subsequent analysis. 
The milk representative samples with a chemical composition and 
pH values considered normal for Kenyan local dairies as routinely 




Screening tests  
 
The composition of the improved tube test and incubation 
conditions are provided briefly in Table 1. A comprehensive 
description of the test conditions, culturing of the Bacillus 
stearothermophilus var. calidolactis C 953  spores, reagent 
preparations  and methodology used is described in the protocol of 
the method by Rikilt-dlo (1998) and Nouws et al., (1999). The 
requirements for sporulation of B. stearothermophilus var. 
calidolactis were optimized  in this study by supplementing the 
media with 50 ppm MnCl2·4H2O (incubation 24 ± 2 h/ 55 °C). The 
spore cultures, washed off the media with MnCl2-solution, were 
boiled in a waterbath for 10 min before being used in Nutrient agar 
(heat activation). Improved sensitivity of the B. stearothermophilus 
var. calidolactis was further achieved by the incorporation of 
trimethoprim, chloramphenicol in the test medium at pH = 7.0  for 
one tube and trimethoprim with phenylbutazone  at the pH 8.0 in 
the second tube.   
The commercial Delvo test (Gist-brocades BV, The Netherlands) 
was used as the reference test and performed as described by the 
manufacturer. All the antimicrobials (analytical grade) were 





The International Diary Federation (IDF) guidance for the 
standardized description of microbial inhibitor tests (IDF - Group E 
503, 1997) principle of verification was followed. Each antimicrobial 
was tested at five different concentrations as: 0.25 x MRL, 0.5 x 
MRL, 1.0 x MRL, 1.5 x MRL and 2.0 x MRL with thirty replicates at 
each concentration. In every case a negative control and positive 
controls (according to claimed detection limits) is included. The β-
lactams antimicrobials and concentrations used were: pencillin G 
(1.0, 2.0, 4.0, 6.0, 8.0 µg /kg); ampicillin (1.0, 2.0, 4.0, 6.0, 8.0 µg 
/kg), amoxicillin (1.0, 2.0, 4.0, 6.0, 8.0 ug /kg), oxacillin (7.5, 15, 30, 
45, 60 µg /kg), cefalexin (25, 50, 100, 150, 300 µg /kg), cephapirin 
(15, 30, 60, 90, 120 µg /kg) and ceftiofur (25, 50, 100, 150, 300 µg 
/kg).  
Adulterated samples as well as normal control samples were 
then randomized and numbered (blinded), such that the contents of 
the test samples were unknown to analyzers performing the assays. 
Each concentration was replicated 30 times by the two analysts, 
with analysis spread over 2 weeks. A total of 300 test samples were 
analysed for each antimicrobial. Two analysts in the two 
laboratories performed all the experiments to minimize inter assay 
variation. The code for the samples was broken and the 
performance data compiled for each of the two methods. In the 
method, scoring of a positive or negative result was based on a 
color chart, on a subjective scale ranging from one to five (one is 
negative and five is very positive). From the chart, 1 and 2 were 
thus negative, 3 was doubtful while 4 and 5 positive. In subsequent 
analysis doubtful scores were considered positive.  




Table 2. Improved two tube test test (n = 30) ability to detect different β-lactams drug concentration at 0.5x 
MRL, 1.0xMRL, 1.5xMRL and 2.0xMRL. 
 
Drug Concentration (µg/kg)tested Β-lactams 
Antimicrobial 
Codex MRL 
µg/ kg 0.25xMRL 0.5xMRL 1.0xMRL 1.5xMRL 2.0xMRL 
Penicillin G 4 +/- + + + + 
Ampicillin 4 +/- + + + + 
Amoxicillin 4 +/- + + + + 
Oxacillin 30 +/- +/- + + + 
Cefalexin 100 ND ND + + + 
Cephapirin 60 +/- +/- + + + 
Ceftiofur 100 ND +/- + + + 
 
+ means that the β-lactam antimicrobial was detected in 90% of the time with 95 % confidence.  
+/- means that the β-lactam antimicrobial was detected (Based on 30 samples at each concentration) in  less than 
90% of the time with 95 % confidence. 
ND means that the β-lactam antimicrobial was not detected in any of the analysis  
 
 
Table 3. β-Lactam detection levels of the  improved two tube test after laboratory standardization as related to fulfilment of 




Present study detection 







Penicillin G 2 4 2 Yes 
Ampicillin 2 4 2 Yes 
Amoxicillin 2 4 2 Yes 
Oxacillin 30 30 15 Yes 
Cefalexin 100 100 50 Yes 
Cephapirin 60 60 30 Yes 





The obtained data being categorical, was tested using a logistic 
model (Agresti, 2002; Charles et al., 2001). In brief, the model was:  
 
Lij = β0 + β1 Ai + ∑ij 
 
where Lij is the variable logit, i.e. in Pij/1- Pij; Pij is the probability of 
“positive response”; 1- Pij is the probability of “negative response; β0 
, β1 are the coefficients estimated for logistic regression models; Ai 
is the antimicrobial agents concentration and is the ∑ij residual 
error. The results were determined using SAS (SAS Institute, 2001), 
logistic procedure. The concordance coefficient was used as a rank 
correlation considering the observed responses against the 
predicted probabilities. The detection limit of the improved tube test 
was estimated as the concentration in which 95% of the results 
obtained were scored as positive. 
Agreement between the two analysts was considered to 
determine their ability to classify the samples into one of the several 
groups. The ability of the two analysts to reproduce results using 
the improved tube was investigated using the Cohen’s kappa 
coefficient (k) as described by Aviva and Watson (1999). The k, 
measures agreement based on observed categorical data. In the 
method, scoring of a positive or negative result was based on a 
color chart, on a subjective scale ranging from one to five (one is 




Table 1, gives a composition of the improved tube test 
and incubation conditions. Among the heat activated 
spores, cultures showed the best results (microscopical: 
spore  content about 50 %, highest plate counts/ml and 
shortest incubation period in the PCA) for the production 
of spore cultures with those  whose media had been 
supplemented with 50 ppm MnCl2·4H2O  agar (Oxoid), a 
pH-value of 7.5 and an incubation temperature of 60 °C 
proved to be most effective. The results were observed to 
be stable for 8 hours after assay completion and could be 
read by visual color comparison or  a color chart. The test 
was completed in approximately 5 hours and upto 100 
samples could be be run simultaneously. 
From Table 2, the ability of the improved tube test to 
detect different β-lactams was observed to be good as all 
the  tested antmicrobials could be detected at the 1.0 x 
MRL in 90 % of the time based on 30 replicates at each 
concentration. At a lower limit of 0.5 x MRL only cefalexin 
was not detected in any of the analysis.  
Table 3, gives results of the detection limits as relates 





alimentarius.  The improved tube test was able to detect 
all the tested seven antimicrobials at the established 
MRLs. The exact agreement of the two analysts using the 
improved two tube test on a score of 1-5 for penicillin G 
results agreement based on a colour chart was 
calculated from Table 4, to be 0.63 (63%). Under the null 
hypothesis of no association the number of agreements 
expected by chance was 38.22 that gives a proportion of 
the total as 0.21 (38.2/180). The analysts’ agreement as 
a proportion of kappa (k) is calculated to be 0.61. The 
results were interpreted following the guidelines from 
Aviva and Watson (1999), where a 0.61 - 0.80 k value 
corresponds to good strength of agreement. The results 
suggest that the strength of agreement between the 
analysts was good. The standard error (se (k)) and 
confidence intervals at 95% were calculated based on the 
obtained k as; se (k) = 0.052 and the 95% confidence 
interval for k = 0.51 to 0.71. 
 
 
Table 4. A comparison of two laboratories penicillin G results 
agreement using the improved two tube test on a score of 1-5 
based on a colour chart. 
 
Score (total) 1 2 3 4 5 
1(32) 25 6 1 0 0 
2(20) 4 10 4 2 0 
3(36) 0 2 26 7 1 
4(38) 0 1 5 23 9 
5(54) 0 0 3 21 30 




Table 5, gives a summary of the results observed with 
both the tube test and the reference Delvo test used in 
the study. The sample throughput was good as over 70 
samples could be analysed on a 12 hour basis by each of 
the analysts who were  semi  skilled.  From  the  Table  4,  




the cost per sample of the tube test was observed to be 
20 % cheaper than the commercial Delvo test and also 
the other indices compared (sensitivity, specificity and 
predictive value) at the cut off pencillin G limit of 4 µg/Kg, 





The Bacillus stearothermophilus  used as the test 
microorganism in this study is routinely used in 
commercial tests in many regions and the organism is 
reported to have good sensitivity to the group of β lactam 
antibiotics (Messer  et al., 1982; Reybroeck, 1995; 
Suhren and Beukers, 1998;  Jevinova et al., 2003). The 
validation of LODs for any developed method is however 
necessary even if the test organism is similar as other 
factors such as the test reagents, composition of milk and 
laboratory conditions tend to differ (IDF, 1997). The 
improved test was observed to be reliable and 
reproducible in its ability to detect the tested seven 
antimicrobials and also a cost effective qualitative 
procedure.  A positive result from a screening test is 
however only a presumptive indication that a residue is 
present in the milk sample. The screening test does not 
necessarily identify the specific residue causing the test 
to be positive nor does it measure the quantity. Other 
methods would be required to determine whether or not a 
given milk sample contains antimicrobial drug residues 
above the tolerance/safe level.  
The detection limit of an individual analytical procedure 
is the lowest amount of analyte in a sample which can be 
detected but not necessarily quantitated as an exact 
value. The observed LODs (Table 3) exhibited good 
agreement with the LODs in the methods description 
(Rikilt dlo. 1998; Nouws et. al., 1999). In a previous study 
(Shitandi & Sternesjö, 2001) the tube test had been 
observed to have a good sensitivity with the method 




             Table 5. Summary of the results observed with the improved two tube test and Delvo test. 
 
Parameters Improved two tube Delvo Test SP 
Quantitative/Qualitative Semi-qualitative Semi-qualitative 
Sample throughput >70/day >70/day 
Analyst Semi-skilled Semi-skilled 
Sensitivity at 4µg/kg 96% 92% 
Specificity at 4 µg/kg 92% 96% 
Positive predictive value 94% 96% 
Negative predictive value 95% 91% 
Cost per sample < 1 USD < 5 USD 
 
 




observed in this study, of which both results were within 
the established MRLs. The initial study however only 
investigated penicillin G and not other β-lactam family 
members and it also did not study inter analyst variation 
which is necessary in the validation of an assay.  The 
present findings (Table 3) suggest that the two tube 
method can detect a wider range of residues of 
commonly utilised β-lactam family in Kenyan milk which 
compare favourably with the claimed LODs of the 
reference commercial Delvo test at 2.5 µg/Kg for 
penicillin G;  3- 4 µg/Kg for amoxicillin and ampicillin; and 
5- 8 for cephapirin (Suhren and Beukers, 1998).  
The analysts’ agreement as a proportion of kappa (k) 
determined in this study showed a good strength of 
agreement. This was useful in determining reproducibility 
and interlaboratory comparisons for practicability of the 
test handling. The ability to grow the B. 
stearothermophilus spores in local conditions using semi 
skilled labour as undertaken in this study offers in 
particular, a low cost solution for detecting β-lactams. 
Further interlaboratory standardization  would however 
be recommended before a standardized protocol can be 
distributed  within a region. It would also be of future use 
to investigate the span of the two tube screening assay 
for other families of drugs such as sulfa drugs, 
tetracyclines, aminoglycosides and macrolides in raw, 
commingled, bovine milk. 
The present Kenyan specifications for milk residues 
stipulates zero tolerance in raw milk, heat treated milk 
and products. This decision needs to be updated, as it 
does not work especially in the context of international 
guidelines referring to the concept of MRLs (Codex 
Alimentarius, 1993). A three-step strategy is required for 
residue control in food to be in conformity with 
established MRLs (Codex Alimentarius, 1993). This 
strategy allows a first qualitative assay (screening) to 
point out the samples postive of a generic inhibitory 
substance. An assay used for milk screening, especially 
in low income countries where the retail costs of milk are 
low, needs to be inexpensive, easy to perform and should 
be able to detect a broad spectrum of antimicrobials. 
Factors normally considered in sele ction of a suitable 
method of residue detection are the type of antibiotic 
used, expected time limitations, sensitivity and costs 
(Senyk et al., 1990). The two tube method was observed 
to be sufficiently sensitive and specific to fulfil the 
requirements of codex alimentarius. Minimal use of 
capital equipment is needed for the test, as the main 
requirements are an incubator, refrigerator and a water 
bath. Although exact quantification of antibiotic 
concentrations cannot be assessed with the tube test 
method, a semiskilled analyst can reliably classify milk 
samples as positive or negative for common members of 
the β-lactams that exceeds established MRL. The 
improved tube test could thus be a useful method for 
analysis of raw milk in dairies in low-income countries. In 
such a program a farmer quality payment scheme would 
be implemented where bulked samples will be tested 





The study was kindly supported by an International 
Foundation of Science (IFS) research grant award no: 
E/3280-1. We are grateful to Professor Åse Sternesjö , 
Uppsala – Sweden, for sharing her research experiences 
and providing the B. stearothermophilus culture and 
Professor Mahungu for permission to use the 
microbiological facilities at the department of food 





Agresti A (2002 ). Categorical Data Analysis, 2nd Edition. Publishers 
Wiley-Interscience. John Wiley & Sons, Inc.USA, pp. 193-297.  
Aviva P, Watson P (1999). Logit Models for an Ordinal Response. In. 
Statistics for Veterinary & Animal Science. Blackwell Science 
Ltd.109-113, pp. 101-111.  
Charles S, Gary G, Maura E (2001). Loglinear Models. In. Categorical 
Data Analysis Using the SAS System. Publishers Wiley-Interscience. 
John Wiley & Sons, Inc.USA, pp. 193-297.  
Codex Alimentarius (1993). Residues of veterinary Drugs in Foods, 
Volume 3, Second Edition. Rome, Food and Agriculture Organisation 
of the United Nations, FAO, Rome.  
Codex Alimentarius (1994). Joint FAO/WHO Food Standards 
programme, Codex Committee on methods of Analysis and 
Sampling: 19th session, Budapest, Hungary, Criteria for evaluating 
acceptable methods for codex purposes.  
Elliott C, Kenedy G, McCaughey J (1998.) Methods for the detection of 
polyether ionophore residues in poultry. Analyst 123:  45-56.  
Honakanen - Buzalski T, Reybroeck W (1997). Antimicrobials. In 
residues and contaminants in milk and milk products. International 
Dairy Federation, Brussels, Belgium; ref. S.I. 9701, pp. 26-34.  
International dairy Federation (IDF) Group E503 (1997). Guidance for 
the standardized description of microbial inhibitor tests. Discussion in 
IDF-group 201 Statistics and E503 in Lisbon.  
Jevinova P, Dudrikova E, Sokol J, Nagy J, Mate D, Pipova M, Cabadaj 
R. (2003). Determination of oxytetracycline residues in milk with the 
use of HPLC method and two microbial inhibition methods. Bull. Vet. 
Inst. Pulawy. 47: 211-216. 
Mandell G, Perti W (1996). Antimicrobial agents: penicillins, 
cephalosporins, and other β-lactam antibiotics. In: Hardman, G., 
Limbird, L., Molinoff, P. and Ruddon, R. eds. Goodman and Gilman's. 
The pharmacologic basis of therapeutics. 9th ed. New York: McGraw-
Hill, Health Professions Division, pp. 1073-10101.  
Messer W, Leslie J, Houghtby G, Peeler J, Barnett J. 1982.Bacillus 
stearothermophilus disc assay for detection of inhibitors in milk. J. 
Assoc. Official Anal. Chem. 65 (5):1208-1214. 
Mitchell J, Griffiths M, McEwen S, McNab W, Yee A. (1998). 
Antimicrobial drug residues in milk: causes, concerns, prevalence, 
regulations, tests, and test performance. J. Food Protect. 61: 742–
756.  
Nakazawa H, Fujita M, Horie M (1992). The Current Overview of Feed 
Additives and Veterinary Drugs and their Residual Analysis in Japan. 
In Analysis of Antibiotic/Drug Residues in Food Products of Animal 
Origin, edited by V.K.Agarwal (New York: Plenum Press), 1992, pp. 
187-196.  
Nouws J, van Egmond H, Smulders H, Loeffen G, Schouten J, 
Stegeman H. (1999). A microbiological assay system for assesment 
of raw milk exceeding EU maximum residue levels. Int. Dairy J. 9: 85-
90.  
Ombui J, McDermott J, Arimi S, Mbugua S, Kakuko S, Kilungo K. 





Kiambu District, Kenya. East African Agricultural and Forestry Journal. 
61(2):129–140. 
Reybroeck W. (1995). Evaluation of screening tests for the detection of 
antimicrobial residues in milk. International Dairy Federation, 
Symposium on residues of antimicrobial drugs and other inhibitors in 
milk. Kiel, Germany, 28-31 August , pp. 182-186. 
Rikilt-dlo (1998 a). Improved Dutch tube diffusion test. In the procedure 
of the method: Milk and milk products – Detection of inhibitors. 
Edition. 1. By Department of microbiology, state institute for quality 
control of agricultural products (Rikilt –dlo), Wageningen, The 
Netherlands.  
SAS (SAS Institute, 2001). SAS for Windows (2001). SAS/STAT® 
computer packager. SAS. Institute Inc.© (2001). Statistics version 
6.12. Cary, NC: SAS Institute Inc. 5 Willow Close, Bexley, Kent, GB-
DA5 1QY, England.  
 
 




Senyk F, Davidson H, Brown J, Hallstead R., Sherbon W. 1990. 
Comparison of rapid tests used to detect antibiotic residues in milk. J. 
Food Protect. 53, 158-164. 
Shitandi A, Sternesjö Å (2001).Detection of antmicrobial drug residues 
in Kenyan milk. J. Food Safety 21:pp. 205-214. 
Sternesjö  Å., Johnsson  G. (1998). A Novel Rapid Enzyme 
Immunoassay (Fluorophos BetaScreen) for Detection of β-Lactam 
Residues in Ex-Farm Raw Milk. J. Food Prot. 61: pp. 808-811. 
Suhren G, (1995). Proceedings of the symposium on residues of 
antimicrobial drugs and other inhibitors in milk, International Dairy 
Federation, Kiel, p. 51. 
Suhren G, Beukers R. (1998). Delvotest SP for detection of cloxacillin 
and sulfamethoxazole in milk: IDF interlaboratory study. J. Assoc. 
Official Anal. Chem. 81, 978 – 990. 
 
 
 
 
 
  
 
 
 
 
 
 
 
 
 
 
 
  
